Abstract-This contribution describes the first results obtained within the iMPACT project, which aims to build a novel proton computed-tomography (pCT) scanner for protons of energy up to 230 MeV, as used in hadron therapy. The iMPACT pCT scanner will improve the current state-of-the-art in proton tracking at all levels: speed, spatial resolution, material budget, and cost. We will first describe the design of the iMPACT scanner, which is composed by a tracker and a range calorimeter. We will then illustrate the results of a test with the ALPIDE sensor, a monolithic active pixels sensor, developed by the ALICE collaboration, which will equip the iMPACT tracker in this first phase. We finally detail the characterization building elements of the prototype of the range calorimeter, which is composed of segmented scintillator fingers readout by SiPMs. Reported beam-test data will highlight how the technological choices we made well address the performances of a state-of-the-art pCT system.
I. INTRODUCTION

I
N RECENT years the use of energetic protons and carbon ions (hadrons) for cancer radiation treatment has grown in importance among all major industrialized nations. The most recent studies report how radiation treatment using protons ( 1 H) and carbon ions ( 12 C) leads to improvements in treatment of many cancer types [1] . Modern superconducting cyclotrons are compact machines and make possible the acceleration of protons up to 250 MeV/u and 12 C ions up to about 500 MeV/u, enabling the practical realization of hadron therapy facilities worldwide [2] . Hadron therapy is in the process of joining the already established X-ray therapy as an effective radiation therapy to treat cancer disease. The effectiveness of proton treatment is however, currently limited by the necessity to rely on X-rays CT data to plan the dose delivery, which worsens the intrinsic precision that hadron therapy could achieve [3] . Indeed many groups are investigating the way to realize a proton CT which would overcome the aiming limitation by using protons instead of photons to image the target tissue density [4] , [5] . In addition, the dose delivered to the patient with a proton computed-tomography (pCT) is limited to few mGy, at least an order of magnitude lower than the dose delivered with a traditional X-ray CT (10-100 mGy) [6] , [7] .
II. PROTON COMPUTED TOMOGRAPHY
One of the drawbacks of pCT, when compared to a standard X-ray CT, is that protons undergo multiple-Coulomb scattering as they move through matter. This affects the image spatial resolution (limited to ∼5 mm as long as a standard tomography approach is employed [8] ), blurring the resulting 3-D reconstructed image. This effect can be overcome by adding the knowledge of each individual proton trajectory. However, the real path of a proton inside the body is unknown, and some type of estimation is therefore required to achieve an optimal pCT imaging. One of the most promising approaches is to infer the proton most likely path by measuring its entry and exit vectors (angle and position) together with the energy it lost in the target. With this technique, a spatial resolution of 1 mm can be achieved [8] , [9] , while, for comparison, an X-ray CT provides a spatial resolution of ∼500 μm [10] . A device designed to retrieve such parameters for each proton traversing the target is called scanner.
A pCT scanner is therefore usually composed by two tracking stations, one before and one after the patient, to measure the proton entry and exit trajectories, and by a calorimeter, to measure the residual proton energy.
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estimated in [11] : in a volume of 10 × 10 × 10 cm 3 , about 10 9 tracks have to be measured. Present state-of-the-art pCT prototypes made excellent advancements in the field, but they still show some limitations for a practical implementation. The custom-made technologies typically used (micro-strips [12] , [13] , scintillating fibers [14] , and gas detectors [15] ) limit their convenient application in commercial systems or they are undesirable in a hospital environment (due to the use of detectors and/or high voltages). In addition, the above-mentioned pCT prototypes are limited in terms of data acquisition speed, so that they all require exposure times of the order of many minutes, too long for a practical implementation of the technique [4] due to the inevitable movements of the patient (breathing) and discomfort over such long period. Data processing time is another important issue: depending on the optimization of the reconstruction code, as well as the level of parallelization (i.e., the number of CPUs and GPUs used), two billions proton tracks can be reconstructed in less than 10 min [16] , [17] .
III. IMPACT DESIGN
A. Overview
The goal of the iMPACT project is to build a proton scanner able to collect more than 10 9 proton tracks in 10 s, possibly less, and to use only commercially available solutions, in order to keep the system simple and to reduce costs.
Recording 10 9 protons in 10 s means being able to sustain a 100 MHz global rate. Considering a reference irradiation area of about 100 cm 2 , this is equivalent to a 1 MHz cm −2 rate. This is the minimal baseline goal of the project, even if the design actually aims at a factor 10 faster system.
The planned solution of iMPACT presents several novel aspects: the tracker will use matrices of monolithic pixel detectors and a highly segmented range calorimeter will measure the proton residual energy [18] , [19] . In the next two sections, a detailed description of the two detectors is given.
IV. IMPACT TRACKER
A. Introduction
The guidelines for the tracker are to develop a fast sensor, capable of handling a particle flux of 1 MHz cm −2 , with a low material budget to minimize multiple scattering of the protons. The sensor will be realized with commercially available CMOS processes, to reduce costs and ensure scalability. To simplify development and commissioning, the tracker will be organized as a modular composition of independent sensors.
To fulfill the requirements of a real clinical medical application, the active surface must exceed 10 × 10 cm 2 . The final sensor should therefore be as large as possible to minimize dead areas and reduce the material budget, by avoiding any support structure along the beam path. Sensors exploiting full reticules sizes of about 5 cm 2 are already possible and, by stitching, the area of the single sensor might be increased up to 10-15 cm 2 [20] . By clustering all the electronics off to the sensor periphery and tiling several sensors, it will be possible to cover the large area required in the real application. 
B. Sensor for the IMPACT Tracker
To realize the tracker sensor, the iMPACT team is collaborating with the ALICE experiment at CERN. The starting point is the ALPIDE chip [21] , a monolithic active pixels sensor (MAPS), built in a 180 nm CMOS imaging process, that the ALICE collaboration has developed for the upgrade of the inner tracking system (Fig. 1) .
ALPIDE is fabricated on a high-resistivity (higher than 1 k ·cm) 25 μm thick epitaxial layer, grown on a p-type substrate. A reverse bias voltage (up to V substrate = −6 V) can be applied to the substrate to increases the depletion volume around the n-well collection diodes and reduce their capacitance. Both effects increase the signal to noise ratio. A depleted substrate also ensures a fast charge collection by drift and reduces the cluster size (which reduces the amount of data at the chip output). The sensitive matrix contains 512 × 1024 pixels with 28 μm pitch, for a total active area of 2.9 cm × 1.4 cm (full reticule size), with in-pixel amplification, shaping, discrimination, and multievent buffering. The matrix readout is hit driven, i.e., there is no signaling activity over the matrix if there are no hits to read out. Analog power consumption in the ALPIDE matrix is about 5 mW/cm 2 , almost independent on the hit rate, while the digital power consumption in the matrix is below 1 mW/cm 2 for a hit rate of 100 kHz/cm 2 . Primarily due to the transmitter in the periphery, the power consumption of the full chip is much higher (<40 mW/cm 2 ). The readout of the data frame from the matrix is zero-suppressed: only the addresses of pixels actually hit are sent off chip, thus limiting the data output. The chip has been thinned to 50 μm to minimize material budget, hence proton scattering.
While a pixel pitch of 28 μm provides a better tracking resolution with respect to present trackers based on strip, this is not expected to actually improve the final spatial resolution. As a matter of fact, the image reconstruction precision is intrinsically limited by the particle scattering inside the target. A smaller pitch allows to handle a higher particle rate.
C. Planned Tracker Layout
The ALPIDE sensor is the largest chip available with the required features (a depleted and fast MAPS), even though does not have the ideal size for the final tracker. In order to cover an area of tens of cm 2 with several ALPIDE chips, a support structure is necessary. We will exploit a modified version of the "staves" (the building block of the detector) used for the inner barrel (IB) of the ALICE tracker (Fig. 2) . Each IB stave is instrumented with nine pixel chips in a row, hence covering a total active area of 15 mm × 270 mm. The gap between adjacent chips is about 100 μm. The chips are connected via laser soldering to a copper flexible printed circuit (FPC), which takes data out of the module (electronics is not clustered on one side of the chip). The mechanical support (spaceframe) is in carbon. The FPC and the spaceframe contribute to the material budget with a silicon equivalent thickness of about 50 μm each: the total material budget of each plane will about 150 μm of silicon, including the ALPIDE chip. Five staves will be finally aligned in the vertical direction. The total area of one plane will be therefore 27 cm × 7.5 cm.
D. Test Beam Results
The ALPIDE sensor has been widely tested with minimum ionizing particles [21] but never with protons in the hadron therapy energy range (<230 MeV). The sensor was therefore tested in July 2017 at TIFPA beam line hosted at the APSS Proton Therapy Centre (Trento, Italy) [22] . The irradiation facility is fed by an IBA Proteus 235 cyclotron which can deliver protons with energies between 70 MeV and 228 MeV. Outside clinical hours, the beam can be redirected toward the experimental room, where the beam energy can be further lowered down to 15 MeV by using calibrated degraders. The beam size and maximum particle rate ranges, according to the energy, from a size of 6.8 mm (FWHM) and a maximum particle rate of 2.3 · 10 8 p/sec at 228 MeV, to 16.2 mm (FWHM) and a maximum flux of 3.8 · 10 6 p/sec at 70 MeV. Beam intensity values here reported correspond to 1 nA beam current requested at beam extraction. The beam extraction current varied in the range 1-300 nA. If necessary, low particle rates of the order of 10 2 Hz can be obtained at the isocenter (the beam focus position).
The particle rate has been set to about 5 kHz on the scintillator during our test. Since the beam profile is Gaussian, with an FWHM of about 1 cm (see Fig. 4 ), the particle rate can be estimated to be in the order of few kHz/cm 2 . The number of active pixels per proton (cluster size) in the ALPIDE sensor was studied at different proton beam energies and with different backside voltages applied to the substrate. Fig. 3 shows the change of the cluster size with proton energy for V substrate ranging from 0 to −6 V.
The cluster size decreases when proton energy increases and also with backside voltage (in absolute value); this has a significant impact on the tracker data throughput. For V substrate = 0 V, the average number of pixels for each cluster goes from 12 at 15 MeV, down by a factor 3 to just 4 pixels per cluster at 228 MeV. The cluster size shrinks at a higher bias voltage: at V substrate = −3 V the cluster size varies from an average of 3 pixels at 228 MeV to 5 at 15 MeV. At V substrate = −6 V and at the maximum beam energy, the cluster size shows a further slight decrease; no data are available for this bias value at lower energies. The foundry also provides a process modification to fully deplete the epitaxial layer, which has been implemented in a previous ALPIDE version [23] and which would further reduce the cluster size. Fig. 4 shows a quick demonstrative radiography of a plastic ball pen with the ALPIDE sensor and 70 MeV protons performed at the spur of the moment: it clearly illustrates the potential of large area MAPS sensors in imaging applications. Proton counts per pixel are shown in a gray scale, which is not linear for enhanced clarity of the picture. The distance between the pen and the ALPIDE sensor was about 2 cm. Material with different densities can be distinguished: the plastic tip, the iron spring, the ink straw, and the steel ballpoint (the densest and consequently the darkest part).
V. IMPACT CALORIMETER
A. Design of the iMPACT Calorimeter
The iMPACT pCT scanner employs a fast achromatic segmented scintillator calorimeter to measure the protons energy after they passed through the target. The calorimeter is achromatic as it derives the particle energy by directly measuring the path length (range) in an absorber of known characteristics rather than measuring the deposited energy, like in traditional setups. To do so, the scintillator calorimeter is segmented into planes along the beam axis. The maximum tracking rate is increased by dividing each plane into segments (called fingers) with the fingers of consecutive planes placed orthogonally to one another (Fig. 5) . Each finger is composed of a fast plastic scintillator readout by a silicon photomultiplier (SiPM). To improve the range determination accuracy, the analog information from the SiPM of the fingers before the one where the proton comes at rest is also considered.
In the first stage of the project, two types of fast polyvinyl toluene plastic scintillators have been compared: BC-408 and BC-420, which, according to the datasheet, feature emission light decay times of 2.1 ns and 1.5 ns, respectively. The size of each single finger prototype was 200 × 10 × 5 mm 3 . First principle considerations and available literature data prompted us to start with 5 mm thick plastic scintillator planes, as thinner planes would not significantly increase the energy resolution, given the intrinsic proton range straggling of about 3-4 mm in our energy range [27] .
Hamamatsu SiPM have been chosen for the iMPACT prototype development, due to their competitive technical features and the fact that they come in a ceramic mounting package which greatly helps system integration, a key benefit considering the great number of SiPM foreseen for the final calorimeter (about 2000). SiPM are available in different pitch: smaller pixel pitches are more suitable for applications where high photon fluxes are expected, while larger pixels guarantee a higher geometrical fill-factor, and an overall higher detection efficiency. Two different SiPM versions were at first considered: MPPC 1×1 mm 2 , 15 μm cell (S12571-015C) and MPPC 3 × 3 mm 2 , 25 μm cell (S12572-025C). Fig. 6 shows the emission spectra from the two scintillators and the photon detection efficiency of the MPPC S12572-025C SiPM. The SiPM efficiency matches both light output distributions of the scintillators considered, however, the BC-408 emission better fits the SiPM efficiency curve.
Monte Carlo simulations of the calorimeter have been developed both to optimize the detector constructive parameters and to generate experimental-like output data for testing the read-out chain and the data analysis software. The simulations were modeled using the GATE application, an advanced open source software dedicated to numerical simulations in medical imaging and radiotherapy [28] , based on the Geant4 toolkit [29] . 
B. Light Yield
The calorimeter characterization started with an evaluation of the light collection efficiency. This depends both on the scintillator type and on the light gathering affected by several factors, including coating, size of the scintillating element, active surface of the SiPM, and SiPM quantum efficiency.
The light output from the scintillators BC-408 and BC-420 is about 10 4 photons per deposited MeV of energy [24] , [25] (64% of light output of anthracene, which has a yield of 1.6 · 10 4 photons/MeV). From the proton linear energy transfer (LET), it is possible to estimate the light output per traveled distance through the scintillating calorimeter.
A 250 MeV proton, with an initial LET ∼ 0.5 MeV/mm (from SRIM simulations [26] ) will produce about 2.5 × 10 4 photons in traversing a 5 mm thick scintillator. The proton loses energy as it penetrates inside the calorimeter. Near the end of range, at the Bragg peak, the LET is about six times larger as well as the expected number of photons.
Simulations and experimental tests show that a light gathering efficiency up to 10% (including the size of scintillator and of the S12572-025C SiPM, and the SiPM fill factor) can be achieved, even with direct SiPM/scintillator coupling (no tapering); a more conservative 5% value was adopted as baseline. We expect therefore approximately 1200 photons to reach the SiPM in the first calorimeter planes, and ∼7000 photons at the Bragg peak depth. Assuming a 25% detection efficiency at 380 nm (Fig. 6 ) then ∼300 photons are expected from the first scintillator planes and ∼1800 at the Bragg peak. This concerns the BC-420 scintillator, which has a light output peaked at ∼380 nm; the BC-408 scintillator features an emission spectrum with a peak (∼ 430 nm) closer the maximum of the SiPM quantum efficiency, and would therefore provide a higher number of photons. The MPPC S12571-015C has ten times smaller area, causing the expected number of photons to drop further. The smaller surface SiPM would be faster, but the detection efficiency would be too low. The S12572-025C has been therefore chosen for all the following developments, in a compromise between speed and number of collected photons. The scintillators, the SiPM and electronics were assembled (the SiPM was mounted on the smallest face of the scintillator using optical grease) in a preliminary experimental set-up. By using an ultrafast laser diode, together with a custommade optical system to generate a controlled pulse of photons in a very short time interval (picoseconds), we characterized the SiPM readout response time for the different scintillators, SiPM types and electronic configurations (Fig. 7) . We used this set-up to calibrate the systems and correlate the measured output signal amplitude to the number of detected photons.
To estimate the light yield and pulse shape generated by highly ionizing particles, tests were performed at the INFN Legnaro National Laboratories at the 7 MeV CN accelerator, using 3.5 and 5 MeV protons for the faster BC-420 scintillator. The scintillator-SiPM setup for this early test, housed in a vacuum chamber, was equipped with a fast, ad-hoc provisional read-out [the design of a dedicated electronics DAQ for the iMPACT calorimeter was still in progress (see Section V-C)].
Two different materials, Teflon and aluminum, were evaluated as possible choices for finger reflective wrapping. In both cases the opening of dedicated holes in the wrapping was necessary to allow such low energy protons enter the scintillator volume.
The results from the CN measurements confirmed the expected light yield (about 200 detected photons for 5 MeV protons, and 150 for 3.5 MeV), once we accounted for the immediate loss of 50% of the generated photons because of the particle entrance window in the scintillator wrapping, together with the point-like isotropic emission of photons along a few micrometer long path. In addition, these tests at the CN led us to discard aluminum due to a lower reflectivity respect to Teflon.
Nevertheless, the measurements also highlighted a nonexpected time structure of the light signal, where fast ripples are clearly visible at the output (Fig. 8) . Detailed simulations with GATE were able to reproduce the effect, which is due to the high aspect ratio of the finger (20:1) and the statistical nature of the light signal formation in the scintillator, which becomes more apparent for low light yields. 
C. Electronics Development
For the design of the full calorimeter, we are following a modular approach, based on an array of 8 × 4 sensors, aligned in the same direction, with enough distance between planes to accommodate for a second identical module which can be interlayered to the first one to form a full "corner." The full calorimeter area can be covered by four such assembled corners. Stacking identical modules along the z-axis allows covering the full proton range.
Considering that a 250 MeV proton stops in ∼30 cm of Polyvinyl Toluene (the material of the plastic scintillators), at least 60 planes (5 mm thick) are necessary. Thousands of channels (2048 fingers in total for a configuration with 8 fingers per plane per corner, 4 corners, and 64 planes) will be therefore present in the final design. An analog readout at tens-hundreds of MHz of such a huge number of sensors is not practical and would be far too expensive for a commercial application. A digital readout is therefore considered, with a few threshold levels to keep some analog information.
We have developed a readout board for four channels (Fig. 10) ; each channel implements two analog stages for amplification and shaping, plus 4 comparators with programmable thresholds. An I 2 C-controlled DAC generates independent, per channel programmable thresholds, to allow precise calibration of each SiPM-scintillator ensemble. SMA connectors are for debugging the analogue signal. This signal lasts 20 ns and shows a long undershoot; the baseline restores in about 100 ns. Two approaches are under investigation to eliminate the undershoot which at present limits the maximum achievable particle rate. Present prototypes show that a signal of the duration of 25 ns can be achieved, thus allowing for a particle rate higher than 4 MHz in the scintillator area (with a safety margin of a factor 10, to take into account the Poisson statistics). This version of the readout electronics was also designed to have a less steep rise with respect to the provisional one (i.e., the one used for the test beam of Fig. 8 ), in order to smooth the observed ripples. The bandwidths were 400 MHz and 1GHz, respectively. However, further cross-checks with cosmic rays on the two different scintillators types, readout by the two different electronics, have shown that the ripples in Fig. 8 were more related to the different type of scintillator, than on the readout electronics used.
Eight of these boards will be plugged onto another board hosting an 8 × 4 array of SiPMs (Fig. 11 , with three empty slots on the left, and Fig. 12 ). This is the readout electronics of one single module.
The digital output from the fast comparators will be sent through LVDS lines to a field-programmable gate array (FPGA) module (TE0714-02-35-2IC6), which will collect data, perform zero suppression, pack the data and send them to the DAQ system, currently a National Instrument modular PXI system. The exact number and value of thresholds are still to be optimized; two FPGA modules provide enough lines to manage up to 3 bits for each of the 32 channels of one calorimeter module.
We are in parallel investigating the possibility to use a fast frontend ASIC for the SiPM readout, which would make the system much more compact. The CITIROC 1A chip, produced by WEEROC [30] , is presently under evaluation.
VI. CALORIMETER TEST
The front-end electronics described in the previous section has been used to characterize a mock-up of the final calorimeter in July 2017 at the TIFPA beam line hosted at the APSS Proton Therapy Centre (Trento, Italy), in conjunction with the test on the ALPIDE chip.
Two stations have been instrumented, with 8 fingers each, organized in two layers of 4 scintillators (Fig. 12 ) and wrapped with a Teflon layer and a protective aluminum foil, for a total aluminum thickness of about 800 μm. The entire top row included 8 identical BC-408 fingers and 3 mm × 3 mm Hamamatsu S12572-025c SiPM. The fingers arranged in the bottom row, instead, included six BC-420 coupled to two different SiPM models (four S12572-025C SiPM and two S12571-015C) and read-out electronics for comparison tests; two more BC-420 scintillators were mounted but no SiPM was available for readout. The analog channels were digitized with two PSI DRS4 boards [31] .
The setup also included a Plexiglass absorber to mimic the missing calorimeter layers (Fig. 13) .
The thickness of the absorber plus the 8 fingers was calibrated, using also results from simulation, to be about 28 cm, in order to stop 228 MeV protons. The relative position of the calorimeter modules and the absorber could be modified in order to measure the response to protons in different configurations. Each configuration has been tested with protons at 228, 70, and 35 MeV.
In particular, a configuration where all the eight scintillators were arranged in a row after the absorber was specifically studied to determine realistic values of the light output at the end of the plateau and at the Bragg Peak. The 8 waveforms from the different scintillator planes for a proton beam energy 228 MeV are shown in Fig. 14 ; signals are time-shifted for sake of clearness and follow quite well the expected profile of the Bragg curve. The amplitude of the first four layers is almost constant, corresponding to a proton in the plateau; the signals increase and reach the maximum (Bragg peak) around layer 6 (orange), then drops when the proton is about to stop in layer 7 (dark green); no signal is detected in layer 8, indicating that the proton has reached the end of its range.
The signal amplitudes in Fig. 14 indicate that the Bragg peak is located between the sixth and the seventh finger. The same picture, averaged over multiple protons (not presented herein), does not show an energy deposition profile as clear (i.e., the Bragg peak shape is broader) as the one obtained from a single proton event. This is due to a significant portion of the proton not releasing their entire residual energy inside the fingers. The fingers cover only 1 cm in the vertical direction, so protons passing through the first ones could deviate from a linear trajectory, enough to miss the following fingers. In order to clearly distinguish the Bragg peak and to build clear signal distributions of the different fingers, some cuts on the values on sixth and the seventh finger have to be applied. This setup was simulated with GATE (Fig. 15) ; combining experimental results and simulations data, a cut V 6 + V 7 > 1100 mV was chosen, since this efficiently selects protons stopping inside the fingers.
Experimental energy spectra from different fingers, with the threshold on V 6 + V 7 applied, are presented in Fig. 16 . The first and the third finger spectra are, as expected, overlapped, being in the plateau region of the energy deposition profile. The seventh finger, where the highest average energy deposition takes place, shows a wider spectrum than the other ones, with a longer tail toward lower energies, which overlaps a portion of the sixth finger spectrum. The latter shows, instead, a narrower peak, distinguishable from the previous one. This clear separation between the finger in which the proton Bragg peak occurs, the previous one and those corresponding to the plateau region, indicates that a threshold-based digital discriminator for the iMPACT calorimeter read-out seems therefore feasible.
The simulated spectra from the first, third, sixth, and seventh fingers are shown in Fig. 17 . The simulated spectra show a behavior comparable with the experimental ones: the spectra of the first fingers are similarly overlapped, as well as the seventh finger which presents a wider distribution and a lower energies tail. However, the sixth finger spectrum is shifted toward lower energies, and further from the seventh finger spectrum. In the experimental setup protons reach the last fingers with lower energies. The simulation, additionally, underestimates the energy distribution spread. The differences between the measurements and the simulations are likely due to the significant presence of additional materials in the experimental setup which were not included in the simulation: the ALPIDE sensor, along with the chip support and protective structures, the aluminum foil covering the scintillators, and the additional PVT fingers on top of the 8 BC-408. The presence of these materials cause a broadening of the beam dimensions, as well as a widening and lowering of the energy distribution. Further discrepancies can derive from inaccurate modeling of the absorber dimension, chemical composition and density, as well as electronics noise. Simulation results were accurate enough for this prototyping phase, but need to be soon improved to provide more precise results.
VII. CONCLUSION
The building blocks of the iMPACT scanner have been developed and tested.
The first tests on the ALPIDE with protons in the 70-228 MeV energy range illustrate the potential of large area MAPS sensors in imaging applications.
The early prototype of the calorimeter has been extensively tested. The success of tests demonstrates that a full calorimeter is indeed feasible, and validates the idea of a hybrid energyrange calorimeter as an effective component of a fast and accurate proton tomography scanner.
A simulation tool has been also developed to study the behavior of the calorimeter and help choose among different design options. The simulation-based evaluations are qualitatively compatible with the actual measurements, for protons of different energy and impact position. The simulation code will be further optimized and will play a key role in guiding the full development of the iMPACT calorimeter.
